The working length is considered the distance between a coronal reference point and an apical level, in order to obtain the instrumentation and obturation limit [1]. This mensuration is one of the main factors in endodontic treatment success [2]. Previous determination of working length is critical to cleaning, shaping and obturation of radicular canals and has to be carefully measured [3]. The objective of this study is to evaluate the accuracy of three apex locators using four irrigant solutions to determine the working length of root canals. Material and methods: thirty unirradicular teeth were used. Teeth were randomly divided into three groups, in order to establish the working length, using different apex locators: Raypex 6, Endo EZE and RootOR. Four different irrigant solutions were used combined with the apex locators: saline solution (0.9% sodium chloride), 2% chlorhexidine digluconate, 18% EDTA and 5.25% NaCLO. Real working length (RWL) was determined using a #15 K-file in each specimen until the end of the file was visualized in stereoscopic microscopy. Scores (%) were attributed to each difference found between the working length gave by the apex locators and the RWL.
Material and Methods
Volume Scores (in %) were attributed to each difference found between the working length gave by the apex locators and the RWL. D`Agostino normality test was applied for the data, and t-paired test was used to analyze statistical differences between the RWL and the WL determined by the apex locators, for each experimental group. most accurate apex locator. [10] . analyzed PROPEX after pulpal excision with three irrigants: 2.5% NaOCl, 0.9% NaCl and 0.2% chlorhexidine gel, demonstrating that the highest discrepancies occurred with 0.9% NaCl, and the lowest with 0.2% chlorhexidine gel.
Based on the abovementioned considerations, the objective of this study is to evaluate the accuracy performance of three apex locators using four irrigant solutions to determine the working length of root canals.
Radiographs were performed in mesiodistal and buccolingual views from all teeth. The specimens were glide path with a K10 file, and planned with a cilindrical diamond bur (MDT, Afula, Israel) in order to obtain a reference point for all the evaluations.
Specimen preparation
The endodontic access was conducted with a high speed spherical diamond bur (MDT, Afula, Israel). The cervical portion was enlarged with Gates-Glidden burs # 1, 2 and 3 (Dentsply Maillefer, Ballaigues, Switzerland). The roots were irrigated with 10 ml of saline solution and dried with absorbent papers.
After these previous procedures, teeth were randomly divided in three groups, in order to stabilish the working length, using different apex locators: Raypex 6 (VDW, Munich, Germany); Endo EZE (Ultradent Products, South Jordan, UT, USA); RootOR (MetaBiomed, Korea). To evaluate the working length, an electronic circuit was made with alginate (Jeltrate, Dentsply Maillefer, Ballaigues, Switzerland). The alginate was dispensed in a polymeric matrix, where the specimen was positioned before the alginate gelification. Four different irrigant solutions were used combined with the apex locators: saline solution (0.9% sodium chloride, Braun, Rio de Janeiro, RJ, Brazil), Chlorhexidine (2% chlorhexidine digluconate, FGM, Joinville, SC, Brazil), EDTA (18% Ethylenediamine tetra-acetic acid, Ultradent, South Jourdan, UT, USA) and 4% sodium hypochlorite (NaClO, Clorox, Lima, Peru). Between measurements, the canals were irrigated with 2 mL of saline solution and dried with paper points before application of the next irrigant, to remove the previous irrigant completely [11, 12] .
After the working length mensuration with the apex locators, the real working length (RWL) was determined using a # 15 K-file (Dentsply Maillefer, Ballaigues, Switzerland) in each specimen until the end of the file was visualized in stereoscopic microscopy (Global, USA). This length was adjusted with a silicon endo stop; the distance between the silicon stop until the end of the file was calculated with a digital calibrator (Stainless Hardened, China). This procedure was repeated three times, and an arithmetic mean was made, determining the RWL.
The score distribution showed high differences (between 0.01 and 05) in all groups (Table 1) . For the apex locators Raypex 6 and RootOR, the percentages were higher than 1.1, being statistically different from Endo EZE (between 0.51 and 1).
Results
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The apex locators Raypex 6 and RootOR demonstrated significant differences between the working length and the RWL. Raypex 6 showed significant differences (p<0.001) between the irrigant solutions (saline solution: 0.5080 ± 0.4608, EDTA: 0.5243 ± 0.5124, Chlorhexidine: 0.5483 ± 0.5400, Sodium hypochlorite: 0.5750 ± 0.5319). For RootOR, differences were also demonstrated (p<0.001) (saline solution: 0.4300 ± 0.5326, EDTA: 0.4257 ± 0.5788, Chlorhexidine: 0.5063 ± 0.5771, Sodium hypochlorite: 0.3570 ± 1.168). EndoEZE was the only apex locator which did not showed significant differences (p=0.282) between the irrigant solutions (saline solution: 0.1973 ± 0.5774, EDTA: 0.2820 ± 0.5055, Chlorhexidine: 0.2927 ± 0.5957, sodium Hypochlorite: 0.1960 ± 0.7573). These differences are demonstrated in Table 2 . CLX EDTA NaOCl SS 0.5483 ± 0.5400≠ 0.5243 ± 0.5124≠ 0.5750 ± 0.5319≠ 0.5080 ± 0.4608 ≠ Raypex 6 0.2927 ± 0.5957= 0.2820 ± 0.5055= 0.1960 ± 0.7573= 0.1973 ± 0.5774= Endo EZE 0.5063 ± 0.5771≠ 0.4257 ± 0.5788≠ 0.3570 ± 1.168≠ 0.4300 ± 0.5326≠ RootOR *SS: saline solution; EDTA: 18% EDTA; NaClO: 4% sodium hypochlorite; CLX: 2% digluconate chlorhexidine. ≠ means significant differences, and = means no significant differences between the measurements Table 2 : Mean ± standard deviation of the differences (in %) obtained between the working length determined by the apex locators and RWL, according to the irrigant solutions used.* The first generation of apex locators was based on resistance, differently from the current impedance technology [16] . The main disadvantage of these devices is the poor accuracy in the presence of fluids or blood [17] . The third generation was developed by frequency-base, which showed better precision to estimate the working length, compared to second generation impedance-based apex locators [18] .
The mensurations made with EndoEZE showed that this device gives 100% of accuraccy ( ± 0.5 mm until the apex foramen), which may be considered an acceptable range [18] . Also, when the canals were irrigated with 4% sodium hypochlorite, there was a slight difference compared to the other irrigant solutions, maybe because sodium hypochlorite has higher conductivity. These differences were not statistically significant, as the 0.5 mm range was clinically acceptable.
A recent meta-analysis evaluated the precision of apex locators in determining the RWL. The authors concluded that the device used and the type of irrigation influenced the results [19] . In order to verify the precision of three apex locators, this study showed that the performance of EndoEZE apex locator was not influenced by the irrigant solutions to determine the working length. Similar results were found in the literature [11, 12] . The accuracy of RootOR and Raypex 6 was influenced by the use of the four irrigant solutions. [9] . found that accuracy of Root ZX and Propex was decreased, as glass tubules were full of electrolytes. The main reason for the different results may be the parallel glass tubules used, without tapered or constriction, as teeth [9] . In natural anatomy of a permanent tooth, the tubule walls are thicker along its length, and electric properties of glasses are different from human dentine. Also, Ozsezer et al. (10) concluded that Propex was more accurate when the root canal was full of Chlorhexidine, compared to NaOCl solution. This discrepancy may be attributed to the product concentration (0.2% rather than 2%); the 2% concentration used in this study is commonly cited in the literature as an effective irrigant solution [8] .
The results of this work found there is a significant difference between the RWL and that one found with the apex locators Raypex 6 and RootOR. Saraswathi [20] found similar results with Raypex 5. Differently from our findings, other study showed high accuracy with Raypex 6 [21] , even when compared with conventional radiographs [22, 23] . demonstrated that RootOR showed an accuracy of 86.7%. In this study, the authors measured the distance from the file tip until the major foramen under stereomicroscopy. Other study showed that RootOR was affected by 2.5% sodium hypochlorite (NaOCl), 0.9% saline solution (NaCl), and 17% EDTA. The authors concluded that better results could be found in dry canals [24] . Endo EZE was the only apex locator that did not show differences with the 4 irrigant solutions. This fact may be due to Endo EZE locator reached the apical foramen and the operator should move back 0.5 mm, according to the manufacturer`s instructions, which ensures more security to determine the working length. As other authors reported, the operator should retrograde 0.5 to 1 mm from the indicated position by the apex locators, in order to establish the correct working length [13] [14] [15] .
Discussion
The precision to estimate the working length with Raypex 6 and RootOR was affected by the different irrigant solutions in the root canal; Endo EZE was the most accurate apex locator to estimate the RWL.
